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INTRODUCTION
The varicella vaccine has been selectively used in Korea since 1988 and has been included in a routine vaccination program for children (with a single dose schedule) since 2005. However, breakthrough infections have occurred and it is necessary to evaluate children for their immune status against varicella. Since the development of a varicella vaccine in the 1970s, various methods used to assess vaccine efficacy include the complement-fixation test, neutralization test, fluorescent antibody to mem-children.
MATERIALS AND METHODS Sera panels
To evaluate the commercial VZV gpEIA kit, a total 349 sera were included. This work was approved by the Institutional Review Board at Yeungnam University Medical Center. Parental consent was obtained prior to blood collection based on the protocol PCR-09-23 and protocol . The positive panel included sera from 305 varicella vaccinees who had been enrolled in 14 day-care centers at Gyeongsan City. They were 2-6 years old (mean 3.7 years). They were recruited during annual health examination from April 2009 to June 2009. The negative panel was obtained from 44 residual sera which were used to confirm hepatitis B virus (HBV) seroconversion after HBV vaccination. Children had neither a history of varicella disease nor a varicella vaccination and they were 5-12 months old. They were enrolled from January 2012 to December 2012 at Yeungnam University Hospital. All blood samples were collected and centrifuged for 20 min at 2000 rpm. After centrifugation, sera were extracted and stored at -70°C.
gpEIA test
Antibody titer was measured using the VaccZyme TM VZV gpEIA kit (Binding Site, Birmingham, UK), which measures IgG antibodies specific to viral envelope glycoproteins. There are two kinds of VaccZyme TM VZV gpEIA kits with different detection ranges: Low (10-810 mIU/mL) and Screening (0.5-10 IU/mL) kits. All samples were tested using the Low kit first. Samples beyond the detection limit of the Low kit (>810 mIU/mL) were re-analyzed using the Screening kit. Procedures were followed according to the manufacturer's instructions. According to the interpretation guidelines of the kit, an antibody titer <100 mIU/mL, 100-150 mIU/mL, and ≥150 mIU/mL indicated susceptible to infection, equivocal, and protective level, respectively. In this study, both equivocal and protective levels (≥100 mIU/ mL) were considered as positive to calculate sensitivity and specificity against the FAMA test.
The gpEIA and FAMA tests were performed (separately and independently) with the expertise of different personnel blind to results obtained from the other assay. If discrepancies occurred between the FAMA test and the gpEIA results, these two tests were repeated. brane antigen (FAMA) test, immune adherence hemagglutination test, enzyme-linked immunosorbent assay (ELISA), indirect immunofluorescence assay, radioimmunoassay, glycoprotein enzyme-linked immunosorbent assay (gpEIA), latex agglutination, and time-resolved fluorescence immunoassay. [1] [2] [3] [4] [5] [6] [7] [8] [9] However, the evaluation of immunogenicity for the varicella vaccine is hindered by several challenges. For example, the protective antibody detection methods for varicella-zoster virus (VZV) do not satisfy all the conditions essential for vaccine evaluation. These conditions include objectivity, sensitivity, specificity, precision, reproducibility, ruggedness, high-throughputness, automation, and commercial availability. 10 Moreover, the attenuated varicella vaccine usually induces a lower level of VZV-specific antibody titer than a natural infection. [11] [12] [13] This diminished response necessitates a very sensitive measurement method. Furthermore, the measurement of protective immunity against varicella is very important in the evaluation of vaccine efficacy.
14 Even though the FAMA test is regarded as a gold standard for measuring a protective antibody response against varicella, this test cannot be used as a routine assay because it is very labor-intensive and not amenable to automation. [20] [21] [22] [23] However, this kit is not commercially available.
Furthermore, the interpretation guidelines for protective antibody titer levels after vaccination have not been well standardized between methods or companies. Indeed, different units and cutoff values can exist within a method, depending on the researchers or manufacturers involved. Thus, it is very difficult to compare study results. Generally, a FAMA VZV antibody titer ≥1:4 or a Merck gpELISA ≥5 EU/mL are thought to correlate with protection against varicella after vaccination. 24, 25 However, these antibody titers, six weeks after vaccination, may not guarantee life-long protection because the antibody titer induced by the vaccine wanes with time. [26] [27] [28] [29] Recently, the VaccZyme TM VZV gpEIA kit has been launched and this kit uses the VZV WHO international standard as a calibrator. Therefore, we investigated this kit for the evaluation of immunity in varicella-vaccinated mum value of 0.5. The inter-rater agreement statistic (Kappa value) was calculated by the MadCalc program.
RESULTS AND DISCUSSION Precision of the gpEIA kit
Although the varicella vaccine has been used for over 20 years, a lack of commercially available methods to evaluate protective immunity has hampered the determination of mass immunogenicity after vaccination. Recently, a commercially developed and marketed gpEIA kit, the VaccZyme TM VZV gpEIA, has become available. VaccZyme TM VZV gpEIA Low and Screening kits used in this experiment are coated with antigens formulated with purified VZV glycoproteins. The Screening kit is intended for diagnostic purposes; therefore, it has a high detection range (0.5-10 IU/ mL). On the other hand, the Low kit is used to evaluate vaccine immunogenicity; therefore, it has a low range (10-810 mIU/mL). The kits use WHO international standard VZV immunoglobulin as a calibrator; therefore, it is possible to compare the VaccZyme TM gpEIA antibody titer with different assay methods if researchers use this standard immunoglobulin as a reference serum. We examined the suitability of the Low kit for the evaluation of immunity in vaccinated children. First, we evaluated the precision and reproducibility of the kit by an intra-assay and an inter-assay.
The coefficients of variation (CVs) of ten sera for the intra-assay assessment were between 2.0-18.1%, and all samples, except one, were within the permitted range (≤15%) of manufacturer's instructions (Table 1 ). An ANOVA was used to compare the mean values of ten replicate test results (using ten sera), and the p-value was determined to be 1.000. Therefore, the error within one plate can be deemed negligibly small. In the inter-assay analysis, the CVs of the five calibrators and two controls were all <15% (range, 5.63-11.22%) ( Table 2 ). However, the CVs of three, among ten sample sera, exceeded 15% (range, 6.2-23.3%) ( Table  3 ). An ANOVA conducted in the same fashion as the intraassay assessment yielded a p-value of 1.000; no significant differences among repeats were evident. Therefore, the precision and reproducibility of the VaccZyme TM VZV gpEIA kit were acceptable.
FAMA test reading criteria
The original FAMA test, developed by Williams, et al., 3 uses unfixed cells to prepare the antigen. However, unfixed Intra-and inter-assay precision of gpEIA The intra-assay was performed in ten replicates using ten sera within the range of the calibration curve in a single run. The inter-assay reproducibility between nine or ten runs was evaluated with duplicate samples; assays were run on a separate day. Two controls (high and low), five calibrators (10, 30, 90, 270, 810 mIU/mL), and sera from ten children were included in each run.
FAMA test
The MGLu human embryonic lung fibroblast cell line was provided from the Mogam Biotechnology Institute (Yongin, Korea). MGLu cells were cultured and infected with Varilrix TM (GSK, UK) as described previously. 30 When 60-70% of the cells showed a cytopathic effect, cells were harvested and used as a FAMA antigen. 30 The FAMA test was performed according to William's method with some modification.
3,30 WHO international standard for VZV immunoglobulin (NIBSC W1044, UK) was used as a positive reference serum. Phosphate buffered saline and sera (gpEIA titer <30 mIU/mL) from two children, who had neither been vaccinated nor experienced varicella, were used as negative controls. Alexa Fluor ® 488 goat anti-human IgG (Molecular Probes, New York, NY, USA) was used as a secondary antibody. Cells were observed using an Axioscope fluorescent microscope (Carl Zeiss, Germany). Depending on the fluorescent intensity of the ring structure around the cell surface, the cells were graded as -(negative), W (weak), 1+, 2+, and 3+. Negative cells had no fluorescence or non-specific fluorescence. Weak showed specific-looking but very weak fluorescence with partial ring, 1+ showed specific clear fluorescence with complete thin ring structure, 2+ showed bright and specific fluorescence with complete ring structure, and 3+ showed brilliant fluorescence with complete thick ring structure.
Statistical analyses
ANOVA was used to evaluate the precision and reproducibility of intra-and inter assays. Pearson's correlation coefficient was calculated to confirm a linear relationship between gpEIA and FAMA titers using IBM SPSS Statistics 19.0 (IBM corporation, New York, NY, USA). A receiver operator characteristic (ROC) curve created in the MedCalc program (MedCalc Software, Belgium) was used to determine the most appropriate cutoff values of the gpEIA and FAMA test. Accuracy was determined by the area under the ROC curve (AUC) and considered significant at a mini-Depending on the fluorescent intensity of the ring structure around the cell surface, cells were graded as -(negative), W (weak), 1+, 2+, and 3+. Fluorescent intensities of 1000 to 50 mIU/mL of reference serum were almost identical, therefore, ≥50 mIU/mL was graded as "3+". The fluorescent intensity of 49 to 10 mIU/mL was "2+", 9 to 5 mIU/mL were "1+", 4 to 2 mIU/mL were "weak", and 1 mIU/mL was "negative" (Fig. 1A-F) . Therefore, cells graded ≥"1+" were regarded as FAMA-positive and corresponded to ≥5 mIU/mL. This result is comparable to a precells cannot be stored for a long time, therefore, some laboratories used glutaraldehyde for cell fixing. [31] [32] [33] Besides fixation methods, cell lines, VZV strains, reference sera, and cutoff values are different between laboratories. 3, 20, 24, 30, 31, [33] [34] [35] Williams, et al. 3 used a wild type VZV Ellen strain, and recently the Oka vaccine strain has been used in some laboratories. 3, 30, 33, 35 In this study, we used unfixed human embryonic lung fibroblasts infected with the VZV Oka vaccine strain for FAMA antigen and WHO international standard VZV immunoglobulin as a positive reference serum. Reading criteria for FAMA using WHO standard VZV IgG was set as follows 1 IU/mL as "3+" (A); 500 mIU/mL as "3+" (B); 31.2 mIU/mL as "2+" (C); 7.8 mIU/mL as "1+" (D); 3.9 mIU/mL as "weak" (E); 0.98 mIU/mL as "negative" (F); single plane (G); z-stack (H). VZV, varicella-zoster virus; FAMA, fluorescent antibody to membrane antigen; MGLu, human embryonic lung fibroblast. (Fig. 2) .
Estimation of appropriate cutoff values
Recently, the immunogenicity of the VZV vaccine was evaluated by the FAMA test in two groups, using unfixed cells, with a 1:4 cutoff value. 24, 35 The seroconversion rate of the vaccinee, measured by FAMA, was 76% which was much lower than previous seroconversion rates measured by the Merck gpELISA. 24, 25, 37, 38 Michalik, et al. suggested that the low endpoint of Merck gpELISA might cause falsevious report. 35 Confocal microscopy revealed a bright fluorescent ring on the cell membrane in a single optical section (Fig. 1G) , and punctated fluorescence was evenly distributed over the whole surface of VZV-infected cells in a z-stack (Fig. 1H ).
Sensitivity and specificity of VaccZyme
TM VZV gpEIA The interpretation guidelines of VaccZyme TM VZV gpEIA suggest that an antibody titer <100 mIU/mL is susceptible to varicella. If a gpEIA <100 mIU/mL and FAMA 1:4 were applied as cutoff values, the sensitivity and specificity of gpEIA were 31.4% and 100%, respectively (Table 4) . Generally, FAMA-positive at a 1:4 serum dilution was considered a protective level for varicella infection. Therefore, an antibody titer ≥20 mIU/mL should be theoretically protective. Such a low titer reflects the high sensitivity of the FAMA test. However, the interpretation guidelines of VaccZyme TM suggest that 100-150 mIU/mL is equivocal and ≥150 mIU/mL is protective in both Screening and Low kits. Therefore, the antibody titers indicating protective levels show great discrepancies between the FAMA and VaccZyme TM gpEIA. This is probably due to VaccZyme TM gpEIA guidelines derived from the data of adults naturally infected by VZV in the United Kingdom. It is generally known that the varicella vaccine induces a lower immunogenicity than natural infection. Thus, it is possible that the VaccZyme TM kit interpretation guidelines may be unsuitable for the evaluation of vaccinated children. Indeed, the Merck gpELISA kit, developed for the evaluation of the VZV vaccine, suggests that >5 EU/mL (equivalent to 10 mIU/mL) indicates a protective level. 36 Therefore, the interpretation guidelines of the Low kit should be made using data from vaccinated children. 20, 21 However, based on accumulating data, the level was changed to 5 EU/mL. 23 Nevertheless, several breakthrough infections have been reported in children with ≥5 EU/mL six weeks after vaccination. 25, 27, [43] [44] [45] In this study, the most appropriate cutoff value for the VaccZyme TM VZV gpEIA seems to be 50 mIU/mL. However, the cutoff value for the protective level of the varicella vaccine should be considered together with longterm follow-up epidemiological data.
In conclusion, this study examined the commercial VaccZyme TM gpEIA Low kit for the evaluation of immunity after varicella vaccination. The precision and reproducibility of the VaccZyme TM VZV gpEIA kit are acceptable, and there is a very high correlation between gpEIA and FAMA titers. However, the interpretation guidelines of the VaccZyme TM gpEIA Low kit should be re-optimized for the evaluation of post-vaccination immunity.
positives and an overestimation of the seroconversion rate. 24 On the other hand, Kim, et al. 35 reported that the seroprevalence rate of vaccinated children measured by FAMA was 83.6%, and the seropositive rate of those children was 44.8% when measured by the conventional Enzygnost ® (Siemens, Marburg, Germany) ELISA. It is well known that commercial whole cell ELISAs, such as the Enzygnost ® ELISA, are less sensitive than the FAMA test for the detection of antibodies after vaccination. Therefore, conventional ELISAs might underestimate vaccine seroconversion rates.
In this study, if a FAMA 1:4 and gpEIA <100 mIU/mL were set as cutoff values, 58.9% of susceptible levels in gpEIA samples were FAMA positive (Table 4) . However, the linear correlation between gpEIA and FAMA titers was very high (r=0.987), suggesting that either the cutoff value of gpEIA is too high or the cutoff value of FAMA is low.
2006 European Sero-Epidemiology Network 2 (ESEN2) guideline for the diagnosis of varicella using conventional ELISA suggested <50 mIU/mL is negative. 39 Recently developed gpEIA kits, Viron\Serion and RIDASCREEN, use the same cutoff values as the 2006 ESEN2 guidelines for both natural infection and post vaccination. 13, 18 Even though a FAMA ≥1:4 is considered a positive antibody response for varicella, 40 long-term follow-up studies of varicella vaccinees have shown that a FAMA titer over 1:8 or 1:16 can be protective antibody levels for varicella. 41, 42 Nevertheless, some people with FAMA ≥1:8 experienced varicella infection. 26, 29 We reanalyzed our data using different cutoff values. If gpEIA <100 mIU/mL was applied as a cutoff value, the sensitivity and specificity of gpEIA were 39.8% and 100% at FAMA 1:8, and 48.6% and 98% at FAMA 1:16, respectively (Table 4) . If gpEIA <50 mIU/mL was adopted as a cutoff value, the sensitivity and specificity of gpEIA were 57.6% and 98.2% at FAMA 1:4, 73.1% and 98.8% at FAMA 1:8, and 88.9% and 95.1% at FAMA 1:16, respectively (Table 4). Maximum sensitivity and specificity were calculated 
